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Strong Dental Inc, 
33 Princess Street, Suite 403 
Learnington, Ontario, Canada 
N8H 5C5 

Tclcphone : 1 -800-3 3 9-445 2 
Facsimile: (5 19) 322-1 320 

Contact Person ; Pattick J.  Strong or Mary Lou Strong 

Description of the Device: 

Trade name: 
Descriptive name: 
Common Name: 
Product code: 
Device Cla,s: 
Establishment Registration 
Number: 
Intended Usc: 

Thc SUAD'" Device 
Mandibular advancement device/appliance (MAD) 
Sleep apnedAnt i -snoring device 
LIW Anti-snoring device 
Class 11 

None 
To rcducc or allcviatc nighltime snoring and 
obstructivc slccp apnca (OSA). 

The Removable Herbst Appliance is the predicate device for the SUAD'" Device, 
having all the same functional characteristics, The Removable Herbst Appliance 
(510(k) K955822) is a custom-fitted mandibular device that allows patienrs to move 
their jaw laterally and vertically without disengaging rhe appliance. The device is 
adjusted to prvvide the anticipated relief uf rhe condilion by moving the mandible 
forward in 1 rnm increments by adding advzuiceinent shims onto thc posts. 

The SUAD'" Device has the following modifications: the combinalion of rhc; 
materials used, the assembly and the fabrication technique. Detailed drawing,s of The 
SUAD" device are available in rhe patenr., Patent No. IJS 6,4 18,933 E3 1 [Rekrcncc 
11- 

. 
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1. 510(k) Summary of Safety & Effectiveness (c- 

The SUAD’” Device functions in a similar manner to other comparative predicate 
devices and the intended uses are the same (See Table 1). The general differerices 
or modifications between the device and predicate devices are minor and do not 
raise new safely concerns. Table 2 lists the risks identified for this devicc and 
summarizes how Strong Dental Inc. has addressed the risk, 

The casted framework is substantially equivalent to the casted framework usccl in 
dentures used prior to 1976. The “tube and rod“ assembly of the pivot arid rube is 
subsranrially equivalent LO the Herbst appliance. The angle of the connecting rube 
to the pivot has been changed TO allow for grcarer stability of the appliance. Tlhe 
framework is used to strengrhen rhe device. The smooth “buttons,” frames that  
cover all the occlusal and incisal surfaces, and the use of the vacuum-formed 
thermo-plastic to hold the appliance results in less exposed wires. 
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Yes 
Yes 

1. 5 IO(k) Sumrnam of Safelv and Effe-tconr. inuecjJ 

Yes Yes 
Yes Yes 

Table 1. Substantial Equivalencc Comparison 

NO 

r Attribute I SUAD- 

No No 

lnrraoral device 
Reducc snorinn Yes 

overlay 
Steel metal 

1 Yes 
Reduce obstructive 

I sleeaannea 

Yes 

DESIGN I . .  

Removable device 1 Yes 

TESTING I .  ... 
Not applicable 

Yes 
Adiustable Yes 
custom, fit - . _ _  . . 

Yes 

I Yes 
Allows lateral and 
vertical movement 
Clasps required 
Fraiiies cover all 
occlusal and incisal 
surfaces 
Buttons attached to 
frames to attach 
coriventional elastics 
Anglc of upper 
connecting tube 
redirected for greater 
stability of the upper 
form 
Casted framework 
inserted into upper 1 ,and lower fra: 

Base marerial v h  I 
Ethylene acrylic 

MATERLAu.',- . . ";,'':: ..- - . ,....: . .... . 
, ._ . . . , . . . .. . . . . . . . .  

Y cs 
Yes 

cornponerits I 
Casted metal I Yes 

I framework J 

Iierbsr 

I 

Yes 
Yes 
Yes 

Yes 
Yes 
Yes 
Yes 

YCS 
Y cs 

No 

No 

No 

Y cs 
Yes 

-. - 

Yes 

NO 

Yes 

Kleanvay I Silencer I TAP 
I 1 
I 1 

I I 

Yes I Yes I Yes 1 

Yes I Yes I Yes 1 

$1 
Ycs 

. 
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Identified risk 
lnrraoral gingival, palatal, or dencal sorencss 

July 2 ,  2003 - Abbreviated 510(k) for SUADn Device 

. _ L  

Special controls 
Thc internal framework and specific marcrials 

I. 5 1 O(k) Surrunaw of Safctv and Effcctivcncsa (continuedj 

Obstruction of oral breathing 

- 
Loosening or flaring of lower anrerior teeth or 

Jcncral tooth niovcment 

Table 2. Risk Profile 

uscd providcs for a comfortable fit. 
The angle of the upper connecting tube has 
been redirected, allowing for greater stability of 
the upper form. With the retruded force of the 
mandible. thc ncw dircction of the tubc forces 
thc uppcr framc to stay in a propcrly scatcd 
posit ion. 
The framcs art: dcsigncd to cover all the 
occlusal and incisal surfaces. 

- 
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( 46 DEPARTMENT OF HEALTH & HUMAN SERVICES Public Health Service 

8 

Food and Drug Administration 
9200 Corporate IBoulevard 
Rockville MD 20850 

Strong Dental Incorporated 
C/O Clyde A. Takeguchi, Ph. D. 
Phoenix Regulatory Associates, Limited 
21 525 Ridgetop Circle, Suite 240 
Sterling, Virginia 201 66 

JUL 0 8 2 0 3  

Re: KO23836 
Trademevice Name: SUADTM Device 
Regulation Number: 21 CFR 872.5570 
Regulation Name: Anti-Snoring Device 
Regulatory Class: I1 
Product Code: LIZK 
Dated: April 11, 2003 
Received: April 1 1,2003 

Dear Dr. Takeguchi: 

We have reviewed your Section 5 1 O(k) premarket notification of intent to market the device 
referenced above and have determined the device is substantially equivalent (for the 
indications for use stated in the enclosure) to legally marketed predicate devices marketed in 
interstate commerce prior to May 28, 1976, the enactment date of the Medical Device 
Amendments, or to devices that have been reclassified in accordance with the provisions of 
the Federal Food, Drug, and Cosmetic Act (Act) that do not require approval of a premarket 
approval application (PMA). You may, therefore, market the device, subject to the general 
controls provisions of the Act. The general controls provisions of the Act include 
requirements for annual registration, listing of devices, good manufacturing practice, 
labeling, and prohibitions against misbranding and adulteration. 

If your device is classified (see above) into either class I1 (Special Controls) or class I11 
(PMA), it may be subject to such additional controls. Existing major regulations affect:ing 
your device can be found in the Code of Federal Regulations, Title 21, Parts 800 to 898. In 
addition, FDA may publish further announcements concerning your device in the Federal 
Register. 
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Please be advised that FDA's issuance of a substantial equivalence determination does not 
mean that FDA has made a determination that your device complies with other requirements 
of the Act or any Federal statutes and regulations administered by other Federal agencies. 
You must comply with all the Act's requirements, including, but not limited to: registration 
and listing (2 1 CFR Part 807); labeling (2 1 CFR Part Sol); good manufacturing practice 
requirements as set forth in the quality systems (QS) regulation (21 CFR Part 820); and if 
applicable, the electronic product radiation control provisions (Sections 53 1-542 of the: Act); 
21 CFR 1000-1050. 

This letter will allow you to begin marketing your device as described in your Section :5 1 O(k) 
premarket notification. The FDA finding of substantial equivalence of your device to a 
legally marketed predicate device results in a classification for your device and thus, permits 
your device to proceed to the market. 

If you desire specific advice for your device on our labeling regulation (21 CFR Part Sol) ,  
please contact the Office of Compliance at (301) 594-4613. Also, please note the regulation 
entitled, "Misbranding by reference to premarket notification" (2 1 CFR Part 807.97). You 
may obtain other general information on your responsibilities under the Act from the 
Division of Small Manufacturers, International and Consumer Assistance at its toll-fret: 
number (800) 638-2041 or (301) 443-6597 or at its Internet address 
http://www. fda. ~ovlcdrWdsmddsmamain.htm1 

Sincerely yours, 

L2w-L 

Susan Runner, DDS, MA 
Interim Director 
Division of Anesthesiology, General Hospital, 

Office of Device Evaluation 
Center for Devices and 

Radiological Health 

Infection Control and Dental Devices 

Enclosure 
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11, Indications for USC 

5 1O(k) Nurnbcr: KO23836 

Dcvicc Namc; SUADTM Dcvicc 

A cusrom-firred mandibular rcposirioning device intended to reduce or alleviate 
nighttimc snoring and obstructivc slccp apnca. 

Contraindications: 

The device is contraindicated for paticnts who: 

Have ccntral slccp apnca - Have severe respiratory disorders 
0 Have an edentulous arch 

- Havc loosc tccth or advanccd pcriodontal discasc 
Are under I8 ycars of age. 

%-- MSO 
(Division Sian-Om 
Division of inesthesiology, General Hospital, 
Infection Control, Dental Devices 

510(k) Number: k 0 23 @ 3 6 


